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Abstract: The measurement of blood-plasma absolute velocity distributions 
with  high  spatial  and  temporal  resolution  in  vivo  is  important  for  the 
investigation  of  embryonic  heart  at  its  early  stage  of  development.  We 
introduce a novel method to measure absolute blood flow velocity based on 
high speed spectral domain optical coherence tomography (OCT) and apply 
it to measure velocities across the heart outflow tract (OFT) of a chicken 
embryo  (stage  HH18).  First,  we  use  the  OCT  system  to  acquire  4D  
[(x,y,z) + t] images of the  OFT in vivo. Second,  we reconstruct the 4D 
microstructural  images  and  obtain  the  orientation  of  the  OFT  at  its 
maximum expansion, from which the centerline of the OFT is calculated 
based on the OFT boundary segmentation. Assuming flow is parallel to the 
vessel  orientation,  the  obtained  centerline  indicates  the  flow  direction. 
Finally, the absolute flow velocity is evaluated based on the direction given 
by the centerline and the axial velocity obtained from Doppler OCT. Using 
this method, we compare flow velocity profiles at various positions along 
the chicken embryo OFT. 
©2010 Optical Society of America 
OCIS  codes: (170.4500) Optical coherence tomography; (170.3880) Medical and biological 
imaging; (110.4155) Multiframe image processing. 
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1. Introduction 
Embryonic heart development is a dynamic process involving genetic, mechanical, chemical, 
and biological factors. Recent studies showed that blood flow pattern influences the structural 
development  of  the  embryonic  heart,  e.g  [1,2].  Thus,  cardiac  embryonic  heart  flow 
measurements are important for morphogenetic studies. In this work, we used the chicken 
embryo as our animal model of cardiac development because at its early stages, the cardiac 
development  in  chicken  is  similar  to  that  in  humans  [3],  the  chick  embryonic  heart  is 
relatively easy to access, and chick embryos develop faster than most other animal models [4]. 
We focused on the heart outflow tract (OFT) of Hamburger-Hamilton (HH) developmental 
stage 18 (~3 days of incubation) [5], in which the chick heart is tubular and has no valves, 
because at this stage the heart, and especially the heart OFT, is particularly sensitive to blood 
flow conditions. Altered blood flow dynamics through the heart at HH18 has been shown to 
lead to structural cardiac defects and result in congenital heart disease. The OFT is the distal 
region of the embryonic heart – connecting the ventricle with the arterial system. The OFT 
functions as a primitive valve, limiting blood flow regurgitation (also referred to as backflow, 
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since a large portion of congenital heart defects originate in the OFT [6] and blood flow 
conditions  play  an  important  role  in  the  development  of  the  OFT  at  early  developmental 
stages. 
It is very challenging to image blood flow through the embryonic heart because the heart 
is tiny (<1mm), and beats fast (~2 beats per second). Further, accurate measurement of spatial 
velocity  fields  is  required  for  determining  the  wall  shear  stress  on  the  surface  of  the 
embryonic heart. Wall shear stress is proportional to the gradient of velocity in a direction 
perpendicular to the wall, and is known to affect cardiovascular growth and remodeling, and 
thus it is an important hemodynamic factor during cardiac development. In this paper, we 
present a methodology to measure blood flow velocity during the cardiac cycle using optical 
coherence tomography (OCT) images and Doppler OCT. 
A  number  of  technologies  have  been  applied  and  developed  for  obtaining  blood  flow 
velocities  in  the  embryonic  heart  at  its  early  stages  of  development.  Laser  Doppler 
velocimetry (LDV) [7] is a mature technique for flow measurement with high sensitivity and 
dynamic range. However, it does not provide spatial resolution, which limits its application if 
distributions of wall shear stresses are sought. Currently, LDV is often used as a trigger signal 
for  synchronization  purposes  in  other  imaging  methods  [8].  High-frequency  ultrasound 
(40~55MHz) provides 2D structural images in vivo with axial and lateral resolutions as high 
as 28 and 62 µm respectively [9,10]. It can also measure Doppler blood flow velocity in a 
small volume over time. High-frequency ultrasound is commonly used to image embryonic 
mouse  hearts  and  to  assess  their  cardiac  function  [11,12].  There  are,  however,  some 
disadvantages of high-frequency ultrasound in imaging early stage embryonic hearts. Though 
noninvasive, ultrasound techniques require the transducer to be in acoustic contact with the 
sample. The resolution of ultrasound, especially its lateral resolution, is not sufficient enough 
to accurately measure developing hearts that are < 1mm in length. Additionally, the Doppler 
angle of ultrasound is visually set on the screen using a longitudinal structural image, making 
the measurement of velocity largely operator-dependent. Micro particle image velocimetry 
(µPIV) can be used to measure whole-field blood flow velocity by tracking the motion of 
injected tracers, such as fluorescent liposomes [13]. This is, however, an invasive method that 
may alter blood flow dynamics in the developing heart and with unknown cytotoxic effects on 
the embryo development. 
OCT [14] is a non-invasive imaging modality with high resolution (5 to 20µm). OCT has 
been shown to be well suited for imaging embryonic hearts. Yelbuz et al. studied cardiac 
development in chick embryos in vitro using time domain OCT in 2002 [15]. In their study, 
they  focused  on  structural  changes  between  diastole  and  systole.  Furthermore,  OCT  can 
provide flow velocity information by calculating the Doppler frequency shift, i.e., Doppler 
OCT. Yang et al. measured heart blood flow velocities of stage 47 Xenopus tadpole by time 
domain OCT in 2003 [16]. In this method, the Doppler angle was measured using longitudinal 
scanning.  Recently,  spectral  domain  OCT  (SDOCT)  is  becoming  more  and  more  popular 
because of its high sensitivity and high acquisition speed [17–20]. Using SDOCT, Davis et al. 
monitored  early  stage  embryonic  chicken  heart  development  (HH9  to  HH15)  [21].  They 
acquired a sequence of 3D volume data (~9.8 seconds each acquisition) and the process of 
heart  development  was  documented,  including  heart  tube  fusion  (HH8+/9-),  heart  tube 
formation (HH10), and heart tube expansion and bending. 
Beating is always an important issue in imaging embryonic heart. If the imaging system is 
not  fast  enough,  synchronization  is  necessary  for  better  imaging  results.  Jenkins  et  al. 
performed  prospective-gated  OCT  imaging  of  the  heart  of  an  early  developing  chicken 
embryo, triggering image acquisition with signals obtained by LDV from a vitelline vessel 
[8]. Mariampillai et al. performed retrospective-gated OCT imaging of a chick embryonic 
heart using Doppler velocities: during acquisition of B-mode structural images of the chick 
heart,  they  simultaneously  collected  Doppler  signals  from  an  aortic  arch  with  a  separate 
Doppler OCT system. Then, Doppler data were used to synchronize B-mode image sequences 
[22].  Liebling  et  al.  proposed  a  retrospective  gating  on  OCT  images  based  on  B-mode 
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synchronize heart beating at different positions along the heart using structural similarity and 
a shift correction to account for peristaltic-like motion of the developing heart [24]. These 
studies mainly focused on structural imaging, but not on measuring the blood flow velocity. It 
is known that Doppler SDOCT provides accurate measurement of the blood flow velocity 
along the probe beam direction, i.e., the velocity portion projected on the axial (Z) direction in 
the OCT system [25]. The main problem, however, is how to get the absolute blood flow 
velocity from the measured data set. To meet this challenge, the Doppler angle (the angle 
formed by the axial direction and the flow direction) of the blood flow must be obtained. This 
task is difficult when the heart is beating. Davis et al. [26] proposed a method that relied on 
image reconstruction to evaluate the Doppler angle. In their approach, 3D volume data was 
acquired in vivo first, and subsequently reconstructed using a 3D software package. After 
volume  rendering,  the  blood  flow  direction  was  measured  approximately,  based  on  the 
rendering results. This method, however, is labor intensive and can only be used before the 
embryonic  heart starts to beat (<HH9) – since distortions in the volume rendering  would 
appear  due  to  the  beating  heart  dynamics.  Thus,  the  method  is  not  practical  when  the 
embryonic heart beats fast. 
In this paper, we present a novel method to measure absolute blood flow velocity in vivo 
using Doppler SDOCT, and we apply it to measure velocities in the chicken embryo heart 
OFT at stage HH18. Our method is based on the assumption that blood flow is parallel to the 
blood vessel orientation. After 4D image reconstruction, we calculate the centerline of the 
chicken embryo OFT when the OFT is most expanded. Then we calculate the slope of the 
centerline at each position, which is consequently used to calculate the absolute blood flow 
velocity. Comparing with visually setting the Doppler angle, a common practice when using 
ultrasound, our method is more precise and less dependent on the operator. 
2. Material and system 
2.1 Chicken embryos 
Fertilized White Leghorn eggs were incubated until they reached the desired developmental 
stage, HH18. A small part of the egg shell and chorionic membrane was removed to establish 
optical access to the embryo. To maintain a constant temperature of 37.5°C, an organic glass 
cube was built in  which the egg was situated with the optical beam access from the top. 
Additionally,  a  heat  blanket  was  set  in  the  cube  and  its  heating  was  controlled  by  the 
embryonic temperature, measured by a thermocouple near the embryo. 
2.2 Spectral domain optical coherence tomography system 
This  study  employed  an  SDOCT  system  which  is  based  on  an  InGaAs  line  scan  camera 
operating at 47kHz line rate (Fig. 1). This system utilizes a broad band superluminescent 
diode  with  1321.5  nm  central  wavelength  and  52  nm  bandwidth,  to  offer  ~14  µm  axial 
resolution  in  air.  The  light  emitted  from  the  light  source  was  split  into  sample  arm  and 
reference arm through a 2 × 2 fiber coupler. In the sample arm, the light was delivered onto 
the sample through an optical probe, which contains a collimator, an X-Y 2D galvanometer 
scanning system, and an objective lens. We used a 50 mm  focal length objective lens to 
achieve ~16  m lateral resolution. The output light from the interferometer was routed to a 
home-built spectrometer, which had a designed spectral resolution of ~0.088 nm that provided 
a detectable depth range of ~4.6 mm on each side of the zero delay line. The line rate of the 
camera  was  47,000  per  second.  With  this  imaging  speed,  the  signal  to  noise  ratio  was 
measured at ~105 dB with a light power on the sample at ~3 mW. 
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Fig. 1. Schematic of our spectral-domain OCT system. 
3. Methods 
To calculate absolute flow velocity, we assume that blood flow direction is the same as the 
tangent of the OFT centerline. Since Doppler SDOCT provides the projection flow velocity in 
the axial (Z) direction, we can achieve absolute blood flow velocity using the flow direction 
(effectively the Doppler angle) with the projection velocity. We used four steps to obtain 
absolute blood flow velocity: (1) 4D scan of the OFT; (2) 4D synchronized reconstruction (the 
main purpose of the first two steps is to compensate for artifacts caused by the heart beating); 
(3) determination of the OFT centerline based on the OFT boundary segmentation on each 
cross-sectional  image;  and  (4)  absolute  blood  flow  velocity  calculation  (using  the  flow 
direction and the projection velocity). 
 
Fig. 2. Schematic 4D scan strategy (non-gated). Spatial volume: 4.6 (Z) × 1.1(X) × 1.1(Y) 
mm
3. Each position: 200 frames (~1.5 sec). 
3.1 4D scan strategy 
The strategy for non-gated 4D imaging is illustrated in Fig. 2. In X-direction, the X-scanner 
was driven by a saw tooth function. During one lateral B-scan cycle, 256 axial (Z-direction) 
A-lines were acquired to cover ~1.1 mm on the chicken embryo heart. The overlap between 
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µm), which was sufficient for Doppler spectral domain OCT measurement. With the camera 
running at 47 kHz line rate, the acquisition rate for B-scan frames was 140 frames per second 
(fps). In Y-direction, the Y-scanner was driven by a step function. The whole C-scan was 
divided into 163 steps to cover ~1.1 mm on Y-direction. At each step, 200 repeated B-scans 
were acquired (for duration of ~1.5 sec). In total, each 4D scanning took ~12 minutes because 
of the limitation of the hard drive data saving speed. 
3.2 4D synchronized reconstruction 
Our  4D  scan  was  performed  in  a  non-gated  way,  which  means  that  the  acquired  image 
sequences were out-of-phase, i.e. they were not synchronized. Therefore, to reconstruct 4D 
images  of  the  heart,  image  sequences  needed  to  be  synchronized,  that  is:  the  phase 
relationship between imaging sequences had to be determined. Our synchronization procedure 
has been described before by Liu et al. in 2009 [24]. Briefly, it consists of five steps: (1) 
cardiac period determination for each image sequence; (2) determination of relative phase 
shift  between  adjacent  image  sequence  (adjacent  in  Y-direction);  (3)  absolute  phase  shift 
determination of a given image sequence relative to the first image sequence; (4) estimation 
and adjustment of phase lags between image sequences introduced by peristaltic-like motions 
of the heart wall; (5) synchronization of image sequence and reconstruction of the 4D image. 
After reconstruction, we obtained 3D images of the OFT at different, discrete phases of the 
cardiac  cycle.  A  synchronized  3D  image  data  set  is  shown  in  Figs.  3(a)  and  3(b)  (after 
segmentation) for a phase in which the OFT is expanded. 
 
Fig. 3. 3D views of segmented chicken embryonic OFT and the OFT centerline. Side view (a) 
and  top  view  (b)  of  segmented  chicken  embryonic  OFT,  when  the  OFT  walls  are  most 
expanded.  Blue  line  and  yellow  line  in  (a)  correspond  to  inlet  and  outlet  of  OFT  .  (c) 
Calculated centerline corresponding to (a) and (b), Red circle corresponds to the region of OFT 
near the aortic sac, purple circle corresponds to the ventricle; (d) schematic representation of 
calculation of flow direction.  
3.3 Centerline calculation 
To calculate the OFT center line, we selected a set of 3D images – corresponding to maximum 
expansion of the OFT walls (Fig. 3). For each position (Y-direction), a snake algorithm [27] 
was  employed  to  segment  (delineate)  the  OFT  wall  boundary.  At  HH18,  the  OFT  wall 
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middle layer of extracellular matrix called the cardiac jelly, and an inner endocardial layer in 
contact with the blood [Fig. 4(a)]. Those three layers are almost homocentric when the OFT 
walls are expanded. In this study, we selected the myocardial tube as the segmentation target 
because its shape is more regular than that of the other two layers resulting in more stable 
segmentations [Fig. 4(b)]. 3D images of segmented chicken embryonic OFT, at a phase when 
the OFT walls are most expanded, are shown in Fig. 3(a) (side view) and Fig. 3(b) (top view). 
Since the boundary of the OFT myocardium is a closed curve [Fig. 4(c)], we calculated the 
geometrical center point (Xc, Zc) of the region within the curve using the following equations: 
 
( , )
( , ) i j i
i j
C
x I z x
X
N
•
=
∑
   (1) 
 
( , )
( , ) j j i
i j
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z I z x
Z
N
•
=
∑
   (2) 
where I is a binary matrix that represents each pixel in the image and contains ‘ones’ inside 
the OFT region [the white part in Fig. 4(d)] and ‘zeros’ outside;  i x  and  i z are the X and Z 
coordinates of each pixels; N is the total number of pixels that lie inside the OFT region. By 
connecting those center points at different positions along the OFT (Y-direction), we then 
obtained the centerline of the OFT [Fig. 3(c)]. As we mentioned before, the OFT is the distal 
part of the heart, and connects the ventricle with the arterial system. The red circle in Fig. 3(c) 
denotes a region of the OFT adjacent to the aortic sac and the purple circle denotes a region 
close to the ventricle. The centerline in both of these two regions is not accurate because the 
heart tissue is too deep for OCT imaging, and boundaries are hard to discern. We thus focused 
on the accurate middle part of the centerline, and its tangent direction which served as flow 
direction in our methods. 
 
Fig. 4. Boundary segmentation of chicken embryonic OFT walls: (a) Structural image; (b) 
boundary  segmentation;  (c)  segmented  boundary  curve;  (d)  region  within  the  curve 
(geometrical center of the region serves as blood vessel center point). 
3.4 Absolute blood flow velocity calculation 
SDOCT signal provides  magnitude and phase information simultaneously. The  magnitude 
gives the structural image while the phase provides a flow velocity image (Doppler SDOCT). 
In Doppler SDOCT, the phase difference ( ϕ   ) between two adjacent A-scans is introduced 
by the motion (the velocity in the axial (Z) direction, Vz), and the relationship is: 
 
4 4
cos Z n V n V
π π
ϕ τ τ θ
λ λ
  = =    (3) 
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is the time duration between the two A-scans (47,000Hz line rate was applied in our study); θ 
is  the  Doppler  angle,  i.e.  the  angle  between  the  incident  light  and  the  flow  direction; 
cos Z V V θ = is the projection of the blood flow velocity V in Z-direction, i.e., the probe beam 
direction. Thus, absolute flow velocity V is then: 
 
4 cos cos
Z
Z
V
V DF V
n
ϕ λ
π τ θ θ
  ⋅
= = = ⋅    (4) 
where  1/ cos DF θ = , is the Doppler angle factor. The phase difference  ϕ    can be calculated 
directly  from  SDOCT  data,  and  then  using  the  SDOCT  configuration  parameters  we  can 
obtain Vz. According to Eq. (4), we also need DF to quantify absolute velocity. Assuming 
blood flow direction is parallel to the centerline, we calculated the DF at a given point [P in 
Fig. 3(c)] on the centerline: 
 
2 2 2 ( ) ( ) ( ) 1
cos
dx dy dz
DF
dz θ
+ +
= =    (5) 
  '' ' '' ' '' ' , , P P P P P P dx x x dy y y dz z z = − = − = −  
where  P’  and  P”  are  points  adjacent  to  P  [Fig.  3(c)]  on  the  centerline  of  the  OFT; 
' P x , '' P x , ' P y , '' P y , ' P z , '' P z are the coordinates of these points shown in Fig. 3(c) and 3(d). The 
calculated  DF  along  the  OFT  (Y-direction)  is  shown  in  Fig.  5.  There  are  three  special 
anomalous regions on the DF curve (circled in red in Fig. 5). Region 1 is near the arterial 
system and region 3 is in the ventricle. As we mentioned before (Section 3.3), the centerline is 
not precise in these two regions. Thus, the calculated DFs are not accurate there since they are 
derived from the centerline. Region 2 corresponds to a section of the OFT in which the OFT 
walls bend and the Doppler angles are close to π/2. This makes the DF too sensitive to small 
angle changes [see Eq. (4)] and the measured Vz too small and noisy to be used. Except for 
those 3 regions, however, the DFs are available for absolute flow velocity calculation in the 
HH18 chicken embryonic OFT. 
4. Results and discussion 
Using our method, we compared flow patterns between inlet and outlet of the OFT. The inlet 
position considered (Y coordinate) corresponds to the blue line in Fig. 3(a) and ~0.6 mm in 
Fig. 5. At this position, the Doppler angle is about 73.8°, DF is 3.59, and the lumen cross-
sectional area is approximately 0.34mm
2, when the OFT walls are expanded. From our 4D 
scan protocol, at this position we have a sequence of 200 frames (2D images) of raw data. For 
our analysis, we selected a phase (time) in which the OFT had maximum flow velocity. This 
selected phase is shown with a white line in Fig. 6(a)–an M-mode image extracted (post-
processed) from the acquired sequence of cross sectional images, along the middle line of the 
OFT lumen. For the phase selected, we had both a structural image [Fig. 6(b)] and a Doppler 
SDOCT velocity distribution image, from which the projection of the blood flow velocity in 
the axial direction (Vz) can be calculated. We corrected the velocity distribution within the 
OFT, Vz, using the calculated DF to get the absolute blood flow velocity distribution in the 
OFT [Fig. 6(c)]. Further, blood flow velocity was quantified along a horizontal line [Fig. 6(d)] 
that approximately cut the OFT cross-sectional image in half [white line in Fig. 6(c)]. 
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Fig. 5. Doppler angle factor (DF) distribution at different positions along the chicken embryo 
OFT. Region 1: OFT near the arterial system; region 2: bended region of OFT; region 3: 
ventricle. Doppler angle factors in region 1 and 3 are inaccurate because the boundaries of the 
OFT in the structural image are not clear (Section 3.3). Doppler angle factors in region 2 are 
not useful because the Doppler angles here are close to π/2 (Section 3.4). 
 
Fig. 6. Maximum blood flow velocity near the OFT inlet. (a) M-mode image extracted from the 
sequence of cross-sectional images (one row over time). White line in (a) denotes the phase 
(time) of the cross-sectional images (b) and (c); (b) OCT structural image; (c)absolute velocity 
distribution image (obtained from Doppler SDOCT after correction for DF); (d) velocity profile 
across the white line [on (b)] of OFT. 
For the OFT outlet (corresponding position is shown in Fig. 3(a) (yellow line) and ~0.25 
mm  in  Fig.  5),  the  Doppler angle  is  68.9°,  DF  is 2.78  and  lumen  cross-sectional  area  is 
approximately 0.25mm
2. We performed the same data processing procedures described for the 
OFT inlet position to get the absolute blood flow velocity and velocity profile in the OFT 
#131483 - $15.00 USD Received 12 Jul 2010; revised 16 Aug 2010; accepted 6 Sep 2010; published 8 Sep 2010
(C) 2010 OSA 1 October 2010 / Vol. 1,  No. 3 / BIOMEDICAL OPTICS EXPRESS  806outlet  position  when  the  OFT  was  expanded  and  blood  flow  velocity  was  maximal  (see  
Fig. 7). 
 
Fig. 7. Maximum blood flow velocity near the OFT outlet. (a) M-mode image extracted from 
the sequence of cross-sectional images (one row over time). White line in (a) denotes the phase 
(time) of the cross-sectional images (b) and (c); (b) OCT structural image; (c)absolute velocity 
distribution image (obtained from Doppler SDOCT after correction for DF); (d) velocity profile 
across the white line [on (b)] of OFT. 
Comparing Figs. 6(c) and 7(c), we observe that the blood flow direction is negative (blue) 
at the OFT inlet while the flow direction is positive (red) at the OFT outlet. This is because 
the  OFT  bends,  and  thus  blood  flows  ‘up’  (negative  direction)  at  the  inlet  and  ‘down’ 
(positive direction) at the outlet. The maximum absolute blood flow velocity at the inlet is ~35 
mm/sec [Fig. 6(d)] while at the outlet it is ~50 mm/sec [Fig. 7(d)]. Thus the outlet of the OFT 
has a higher maximum blood flow velocity than the inlet, trend that was also observed in our 
ultrasound data (not published). This is probably because the OFT tapers toward the outlet and 
as a result the cross-sectional area of the lumen at the inlet, ~0.34mm
2 [Fig. 6(b)] is larger 
than that at the outlet [Fig. 7(b)], ~0.25mm
2. 
We also analyzed an image at the OFT outlet that showed maximum backflow velocity 
(when blood flows from the arterial system backs to the OFT). The position of this image (Y 
direction) is the same as that shown in Fig. 7 and Fig. 4(a) yellow line, but the phase is 
different [see Fig. 8(a)]. Comparing white lines in Fig. 7(a) and Fig. 8(a), we observe that 
maximum backflow appears a little earlier than maximum forward flow. Maximum backflow 
velocity is ~18 mm/sec [Fig. 8(d)], which is smaller than maximum forward flow velocity. 
From our observations, backflow is generally larger at the outlet than at the inlet of the OFT. 
In some embryos, further, there is no backflow at the OFT inlet, such as in the case analyzed 
here. 
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Fig.  8.  Maximum  backward  blood  flow  velocity  near  the  OFT  outlet.  (a)  M-mode  image 
extracted from the sequence of cross-sectional images (one row over time). White line in (a) 
denotes the phase (time) of the cross-sectional images (b) and (c); (b) OCT structural image; 
(c)absolute velocity distribution image (obtained from Doppler SDOCT after correction for 
DF); (d) velocity profile across the white line [on (b)] of OFT. 
 
Fig. 9. Chicken embryo OFT bending. (a) Side view of segmented OFT; (b) Top view of 
segmented OFT ; (c) Longitudinal 2D scan of OFT. The OFT is bending in two direction, so it 
is difficult to get a longitudinal cut of OFT. 
Our method to calculate blood flow velocity, needs to segment the OFT boundary from 
SDOCT structural images to calculate the flow direction. Thus, the quality of the structural 
images  is  important  for  the  accuracy  of  our  method.  At  early  stages  of  chicken  embryo 
development, embryonic heart tissue is transparent. Furthermore, in order to make deep heart 
structures  more  clear  we  adjusted  the  position  of  the  probe  beam  focus  point  to  800µm 
beneath the match point. This allows OCT to achieve relatively better defined structures at 
larger imaging depths. Image wash-out, however, is a phenomenon that deteriorates image 
quality.  It  appears  as  a  shadow  under  the  flowing  medium  in  structural  images  affecting 
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velocity, especially the projection velocity in the Z direction (Vz), as well as the OCT imaging 
speed. In the current study, imaging speed was 47,000 A-scan per second, which determined 
the maximum measurable velocity was 12 mm/s (in probe beam direction). The early stage 
chicken  embryo  heart  (HH18)  is  tiny  and  blood  flow  speed  is  not  fast.  Additionally,  the 
Doppler angle of the blood flow in the OFT is ~70°, which makes Vz even smaller. Thus, the 
effect of image wash-out is not significant in our application and we can discern the deeper 
boundary of the OFT in most cases. 
Doppler  based  flow  measurement  techniques  (laser  Doppler,  ultrasound  and  Doppler 
OCT) always face the problems of Doppler angle correction. Generally, one representative 
longitudinal 2D image is used to set the Doppler angle in ultrasound. Similar methods were 
used in Doppler OCT [28]. However, precision is the main issue of these methods, especially 
when trying to determine the Doppler angle of the beating embryonic heart. The chicken 
embryonic OFT at HH18 stage of development is a tube, but the shape of it is not regular. 
Figures 9(a) and 9(b) show different views of a segmented OFT of a chicken embryo. The 
OFT  shows  two  bends  in  different  directions,  and  the  presence  of  these  bends  makes  it 
difficult  to  get  a  good  longitudinal  image  to  determine  the  Doppler  angle.  For  example,  
Fig. 9(c) shows a 2D longitudinal scan image, in which it is observed that the boundary at the 
left is cut (the OFT bends there). Using such longitudinal image to determine the Doppler 
angle, may introduce errors. Additionally, if the Doppler angle is measured ‘visually’ (e.g. on 
the screen), operator-related errors will be introduced. This is even worse for the case of the 
beating  heart,  because  the  Doppler  angle  is  constantly  changing  due  to  the  heart  motion. 
Further, because DF is sensitive to small variation in Doppler angle, especially when the 
angle is relatively big (~> 70°), a small imprecision in the Doppler angle measurement may 
affect  the  final  result  seriously.  Comparing  with  the  traditional  method  of  measuring  the 
Doppler angle, our method obtained Doppler angle by first reconstructing 3D images of the 
OFT at a specific phase of interest, then calculating the center line(thus including variations 
due to 3D bending), and finally calculating DF from the obtained center line. As a result, our 
method  of  determining  the  Doppler  angle  and  the  associated  DF  is  more  precise  than 
traditional methods. 
In order to get the Doppler angle, Davis et al. [21,26]acquired three-dimensional volume 
data of the chicken embryonic heart in vivo using SDOCT. Their 3D data were acquired over 
~9.8  sec  and  processed  by  Amira  software  to  render  the  heart  surface,  from  which  they 
measured the Doppler angle. An advantage of their  method is the use of 3D data,  which 
renders more precise values of the Doppler angle than using a 2D longitudinal image. The 
drawback of their method is that motion artifacts arise in the 3D image when the heart beats 
fast. For example, at HH18, the cardiac period of the chicken embryonic heart is about 0.3 to 
0.5 seconds. Using our system, ~1.2 seconds are needed for a 3D scan (faster than the 9.8 
seconds  in  the  system  of  Davis  et  al).  A  3D  volume  data  set  comprising  multiple  cross-
sectional images along the OFT will then be imaged over 34 cardiac cycles, and therefore the 
volumetric reconstructions will not be accurate. Obviously, the measured Doppler angle from 
these kind of data sets are subjected to errors. In our method, to circumvent this problem and 
get accurate 3D volume data over the cardiac cycle (that is, 3D images that represent the 
geometry of the heart at different phases of the cardiac cycle) we use a 4D scan strategy and 
synchronization  procedure  [24].  Therefore  our  method  can  be  applied  when  the  heart  is 
beating. 
Yeh et.al [29] presented a method to measure three components of an arbitrary velocity 
vector based on SDOCT in 2007. A beam divider, which divides a probe beam into five 
independent view points and path length delays, was designed. By inserting the divider into 
the  sampling  arm  and  using  certain  phase-resolved  algorithm,  they  quantified  the  three-
dimensional velocity vector. The advantage of their method is obvious, i.e. it can achieve 
three-dimensional  velocity  by  one  scan.  However,  it  is  difficult  to  measure  the  chicken 
embryo OFT blood flow velocity using this method because of sample size requirements. In 
their  method,  one  sample  was  shifted  and  imaged  to  five  view  points,  i.e.  five  structural 
#131483 - $15.00 USD Received 12 Jul 2010; revised 16 Aug 2010; accepted 6 Sep 2010; published 8 Sep 2010
(C) 2010 OSA 1 October 2010 / Vol. 1,  No. 3 / BIOMEDICAL OPTICS EXPRESS  809images were spread over the measurable range of SDOCT. In our SDOCT images, the deeper 
OFT  borders  were  located  at  1.5~2mm  depth.  That  means  that,  even  in  ideal  condition 
(neglect structures beneath the OFT), we need 7.5~10mm measurable range SDOCT system 
in order to successfully use the method described by Yeh et al. Our system can only provide at 
most 4.6mm measurable range, and thus structural overlap is unavoidable, and the method 
cannot be successfully implemented in our current system for the measurement of the heart 
OFT at HH18. 
As we mentioned before (Section 3.4), Doppler SDOCT uses phase differences ( ϕ   ) 
between two adjacent A-scans to calculate the projected blood flow velocity Vz [Eqs. (3) and 
(4)].  However,  the  range  of  ϕ   is  [-π,π].  Thus,  initially,  as  Vz  increases,  ϕ   increases 
proportionally, until  ϕ    reaches the value of π and  ϕ    suddenly jumps to -π. This is called 
phase “wrapping” and can lead to incorrect velocity measurements. From Eq. (4) we can see 
that the measurable range of the projection velocity Vz is limited by the camera scan speed (τ) 
since λ( = 1321.5nm) and n( = 1.3 in tissue) are constants. For our system, the measurable 
range of Vz is [-12,12] mm/s when the camera runs at maximum rate (47,000Hz). Thus, if the 
projection velocity exceeds this range, wrapping will appear. Figure 10(a) shows an example 
of  the  phase  wrapping  in  the  chicken  embryonic  OFT  at  forward  blood  flow  phase.  The 
wrapping (blue) area corresponds to the region in which Vz exceeds 12mm/s. According to the 
color bar, we can see that blue denotes negative velocity, and this is obviously incorrect. We 
introduce a constant phase (π or -π, depending on the flow direction) to the second A-line 
before the phase difference  calculation, after phase difference calculation  we subtract this 
constant phase back. Using this method, we can shift the phase difference ( ϕ   ) range to [0, 
2π] (or to [-2π, 0]. Consequently, the measurable range of the projection velocity is doubled, 
i.e., [-24, 24] mm/sec. The unwrapping result is shown in Fig. 10(b), the wrapping area [blue 
Fig. 10(a)] has been corrected (red) and the corresponding Vz are higher than 12mm/sec. 
Our developed method to measure blood flow velocities is suitable to study blood flow 
dynamics in the hearts of developing embryos, when the heart is tubular. Because the method 
proposed calculates the Doppler angle from 3D volume images of the heart at specific phases 
during the cardiac cycle, variations in the orientation of the heart due to cardiac motion are 
taken  into  account.  This  allows  for  an  accurate  estimation  of  the  Doppler  angle  and  the 
Doppler factor, DF, in the three-dimensional space and over the cardiac cycle. The method 
works best when blood flows in the direction of the heart center line, and therefore when flow 
velocities normal to the centerline are negligible. Velocities perpendicular to the tubular heart 
wall could occur due to secondary flows and wall motions (contraction, expansion and rigid 
body motion) during the cardiac cycle. While a careful analysis might be needed to determine 
whether flow velocities normal to the center line are negligible, this is also a problem that 
other Doppler velocity measurements face. In the case considered here, for the calculation of 
blood flow velocity in the OFT of an HH18 chicken embryo, the OFT is expanded and wall 
motion  is  minimal  (see  Figs.  6  and  7).  Even  during  backflow,  when  the  OFT  walls  are 
expanding (see Fig. 8), the wall velocity – as estimated from the M-mode image – is about 2 
mm/sec,  negligible  compared  to  the  maximum  backflow  velocity  of  ~18  mm/s.  Further, 
velocity profiles were calculated along the X-direction (Figs. 6, 7, and 8), where the effects of 
expanding  wall  motions  in  Vz  are  minimized.  Because  Doppler  OCT  gives  the  spatial 
distribution of blood-flow velocities, our method could be employed in the calculation of wall 
shear stresses in the developing heart using signals from scattered red blood cells. 
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Fig. 10. Phase unwrapping. (a) Forward blood flow with wrapping; (b) Forward blood flow 
with  wrapping  correct.  Measurable  range  shifted  from  [-12,  12]  mm/sec  ((a))to  [0, 
24]mm/sec((b)). 
5. Conclusion 
We present a new method to quantify absolute blood flow velocity based on Doppler spectral 
domain OCT, and we applied this method to measure blood flow velocity in the heart OFT of 
an early stage (HH18) chicken embryo. Our presented method is more precise than traditional 
Doppler  velocity  methods  in  which  the  Doppler  angle  is  estimated  from  2D  longitudinal 
sections, but more time consuming. Using our method, we quantified the blood flow velocity 
profiles at the inlet and outlet of the OFT. We found that, as the OFT tapers towards the 
outlet,  maximum  blood  flow  velocities  increase.  The  proposed  method  provides  absolute 
blood flow distributions at most parts of the cardiac OFT section. We also corrected phase 
wrapping, which is generally present in SDOCT flow measurements. Our method is superior 
to other Doppler velocity  measurements in that the Doppler angle and DF are accurately 
calculated. Further, Doppler OCT measurements combined with our developed method offer 
high resolution and precision, while being non-invasive. 
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